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QA guideline comparisons

Task BMUS EFSUMB AIlUM
Clean ultrasound gel and body fluids | Multi-daily = Multi-daily | Multi-daily
from scanner console, transducers
and cables after every patient
Ensure transducers are stored Multi-daily | x X
securely when not in use
Ensure transducer cables are Multi-daily | x X
properly stowed and not at risk
of being run over by the scanner
wheels
Clean monitors of dust, gel etc. Daily Multi-daily | Multi-daily
Check the correct operation of the Daily At delivery; | Daily
main scanner controls (semi-)

annually
Inspect the transducers used during | Weekly X Daily
the session for damage
Inspect probe cables, the mains Weekly Monthly Daily
cable and plug and other cables,
e.g. network and printer cables,
for damage
Inspect the ultrasound system for Weekly X Weekly
damage such as cracks and dents
Test of brake and wheel function Weekly Monthly X
Check air filters for dust and fluff Weekly Monthly Weekly

www.multi-medix.com

© Multi-Medix Limited



o
>

)
=
a
o
S
m
o
o
3

°
Q
=3
[
)
>
w

QA guideline comparisons

Task BMUS EFSUMB | AIUM
Check that the video monitor’s Daily Monthly Daily
brightness and contrast controls
have been appropriately adjusted
Check grey levels on the ultrasound | Daily Monthly Daily
system monitor is matched by grey
levels on PACS system monitors
Inspect reverberation images Daily Monthly Daily
for shadows and streaks caused
by transducer dropout for all
transducers in use that day
Air reverberation pattern (sensitivity) | Monthly Monthly X
Element drop out test (paperclip) If dropout | x X
suspected.
Monthly
for phased
arrays
Electronic noise assessment Monthly Monthly X
Check date of electrical Monthly X X
safety testing
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